Tender
For
Cardio Vascular Angiography System
(Cardiac Catherisation Laboratory)
At
Jawaharlal Nehru Medical College Hospital
AMU, Aligarh.

NIT Issue Date : 29th May, 2017
NIT No. : JNMC Cath lab.(P)/Tender/08/2017-18
Last Date of Submission : 20th June, 2017 at 02:00 PM
Bid opening : 21st June 2017 at 02:00 P.M

Tender documents may be downloaded from university web site www.amu.ac.in

Aligarh Muslim University Aligarh
Office of the Medical Superintendent
JN Medical College Hospital
AMU Aligarh 202002
email: jnmedicalpurchase@gmail.com
Jawaharlal Nehru Medical College AMU Aligarh invites **bids in two bid system for** tenders for supply & installation of the **Cardio Vascular Angiography System** machine at the institute. You are requested to quote your best offer along with the complete details specifications, terms & conditions.

**Chapter-I**

<table>
<thead>
<tr>
<th>S No</th>
<th>Equipments</th>
<th>Quantity</th>
<th>EMD amount</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>Cardiac Catheterization Lab</td>
<td>1</td>
<td>12 lacs</td>
</tr>
<tr>
<td>2.</td>
<td><strong>Accessories</strong>&lt;br&gt;1. Hardwares (including balloons and catheters)-Annexure V</td>
<td>1</td>
<td>1 lac</td>
</tr>
<tr>
<td></td>
<td>2. Nitric Oxide delivery system</td>
<td>1</td>
<td>20,000</td>
</tr>
<tr>
<td></td>
<td>3. Anaesthesia workstation complete with anaesthesia gas delivery system, vaporizer, circle absorber system with built in anaesthesia ventilator</td>
<td>1</td>
<td>30,000</td>
</tr>
<tr>
<td>4.</td>
<td>Portable X-ray generator with CR system</td>
<td>1</td>
<td>52,000</td>
</tr>
<tr>
<td>5.</td>
<td>Neonatal/Pediatrics Ventilator (Turbine based)</td>
<td>1</td>
<td>24,000</td>
</tr>
<tr>
<td>6.</td>
<td>Neonatal/Pediatric ventilator (Compressor based)</td>
<td>1</td>
<td>35,000</td>
</tr>
</tbody>
</table>

**Instructions:**

1. **Tender Cost:**
   Applicant contractor must submit the demand draft for Rs 1,000/- (Rupees One thousand only) in favour of Finance Officer AMU Aligarh obtained from any Nationalized/scheduled Bank as a tender fees. All applicable bank charges shall be borne by the applicant and he shall not have any claim what so ever on this account on Government. The Demand Draft submitted for tender fee shall be non-refundable. **The demand drafts for tender fees must deliver to JN Medical College Aligarh along with tender quotation on or before last date/time of Bid Submission.**

2. **EMD Payment:**
   The bidder shall be required to submit the Earnest Money Deposit (EMD) for an amount of (as mentioned).
by way of demand drafts or Bank Guarantee only. The demand drafts or Bank Guarantee shall be
drawn in favour of "Finance Officer AMU Aligarh". The EMD of the successful bidder shall be returned
after the successful submission of Bank Guarantee/ Security Deposit and for unsuccessful bidder(s) it
would be returned after award of the contract. **The demand drafts or Bank Guarantee for EMD must
be delivered to JN Medical College Aligarh on or before last date/time of Bid Submission.**
a) Tenderer shall not be permitted to withdraw his offer or modify the terms and conditions thereof.
   In case the tenderer fail to observe and comply with stipulation made herein or backs out after
   quoting the rates, the aforesaid amount of earnest money will be forfeited.
   
b) The firm who are registered with National Small Industries Corporation (NSIC) / OR Small
   Scale Industries (SSI) are exempted to submit the EMD (Copy of registration must be provided
   along with technical bid)
   
c) The EMD, in case of unsuccessful bidders shall be retained by JN Medical College Aligarh,
till the finalization of the tender. No interest will be payable by JN Medical College Aligarh, on
the EMD.

3. **The Hard Copy of original instruments in respect of cost of tender document, earnest money
    deposit etc. must be delivered to the JN Medical College Aligarh on or before last date/time of
    Bid Submission as mentioned above. The bid without tender fee and EMD will be summarily
    rejected.**

4. **Submission of Tender:**
The tender shall be submitted in two part, viz., technical bid and financial bid. All the pages of bid
being submitted must be signed and sequentially numbered by the bidder irrespective of nature of content
of the documents before uploading.

**The offers submitted by Telegram/Fax/email shall not be considered. No correspondence will be
entertained in this matter.**

i) **Technical Bid**
The following documents are to be furnished by the Contractor along with **Technical Bid** as
per the tender document:
i) Signed and scanned copy of appropriate value of valid registration certificate (if any),
experience certificate as per the tender notice, PAN, VAT registration certificate and Tender
Acceptance Letter.
i) Signed and Scanned copy of documents like Tender Cost (Tender Fees/ Earnest Money
Deposit);
i) Signed and Scanned Copy of Make and model of all systems, sub systems and additional items
should be mentioned in the technical bid and complete technical details should be provided in the
form of Brochures and write-ups.
i) Copy of valid registration certificate of central purchase organisation /central purchase office
AMU Aligarh .

**Terms & Conditions:**

1. **Validity:** The quoted rates must be valid for a period for 180 days from the date of closing of the
tender. The overall offer for the assignment and bidder(s) quoted price shall remain unchanged during
the period of validity. If the bidder quoted the validity shorter than the required period, the same will
be treated as unresponsive and it may be rejected.

2. In case the tenderer withdraws, modifies or change his offer during the validity period, bid is liable to
be rejected and the earnest money deposit shall be forfeited without assigning any reason thereof. The
tenderer should also be ready to extend the validity, if required, without changing any terms, conditions etc. of their original tender.

3. Delivery and Installation:
1. **For goods supplied from India:**
   All the goods ordered shall be delivered and installed at JN Medical College Aligarh, within 90 days from the date of issue of supply order or site handover or letter of credit whichever is later.

   **For goods imported directly from abroad:**
   All the goods ordered shall be delivered and installed at JN Medical College Aligarh, within 90 days from the date of issue of supply order or site handover or letter of credit whichever is later.

All the aspects of safe delivery, installation and commissioning shall be the exclusive responsibility of the supplier. If the supplier fails to deliver, install and commission the goods on or before the stipulated date, then a penalty at the rate of 0.5% per week of the total order value shall be levied subject to maximum of 10% of the total order value. The successful tenderer will also provide required training for supplied items at JN Medical College Aligarh. The goods should be manufactured after adoption of latest technology.

If at any time during the currency of the contract, the supplier encounters conditions hindering timely of the goods and performance of services, the supplier shall promptly inform the JN Medical College Aligarh, for extension of the delivery schedule accordingly. On receiving the supplier’s communication, the JN Medical College Aligarh, shall examine the situation as soon as possible and, at its discretion, may agree to extend the delivery schedule, with or without liquidated damages for completion of supplier’s contractual obligations by issuing an amendment to the contract.

In the case of package supply where the delayed portion of supply materially hampers installation and commissioning of the systems, liquidated damages charges shall be levied as above on the total value of the concerned package of the purchase order. Quantum of liquidated damages assessed and levied by the purchaser shall be final and not challengeable by the supplier.

8. **Signing the Contract:** - The successful bidder shall be required to execute the Contract Agreement accepting all terms and conditions stipulated herein on a non-judicial stamp paper of Rs. 500/- (Rs. Five Hundred only) along with performance security within fifteen days of the issue of the Letter of notification of award. In the event of failure on the part of the successful bidder to sign the Contract within the period stipulated above, the EMD shall be forfeited and the acceptance of BID shall be considered as cancelled.

9. **Performance Security:** As a guarantee towards due performance and compliance of the contract work, the successful bidder (contractor) will deposit an amount equal to 10% of order value and should be kept valid for a period of 60 day beyond completion of all the contractual obligation, including CMC period towards security deposit by way of demand draft/ bank Guarantee in favour of “Finance officer AMU Aligarh” drawn on any Nationalized Bank/Scheduled Bank and payable at Aligarh within fifteen days of the issue of the Letter of notification of award along with non-judicial stamp paper of Rs. 500/- (Contract agreement).

10. **Incidental Services:** The supplier shall be required to perform the following services:-
   a. Installation & Commissioning, Supervision and Demonstration of the goods.
   b. Providing required jigs and tools for assembly, minor civil works required for the completion of the installation.
   c. On Site Training to Doctors/ Technicians/ Staff is to be provided by Supplier for operation and maintenance of the equipment for a period of 30 working days after successful installation of the machine, as per direction of user department.
   d. Supplying required number of operation & maintenance manual for the goods.
   e. To provide non-locked open software and standard interface inter-operability conditions for
12. **After Sales Service:** After sales service centre should be available on 24 (hrs.) X 7 (days) X 365 (days) basis. Complaints should be attended properly, maximum within 24 hrs to ensure an uptime of minimum 95%, wherever applicable, failing which the necessary penalty measures shall be enforced.

13. **Inspection:**
   a. JN Medical College Aligarh shall have the right to inspect and/or to test the goods to confirm their conformity to the NIT Specifications at no extra cost to the Purchaser.
   b. JN Medical College Aligarh has the right to inspect, test and, where necessary, reject the Goods after the goods arrival at the final destination shall in no way be limited or waived by reason of the Goods having previously been inspected, tested and passed by JN Medical College Aligarh, prior to the goods shipment.
   c. Medical superintendent, JN Medical College Aligarh, shall be the final authority to reject full or any part of the supply which is not confirming to the specification and other terms and conditions.
   d. No payment shall be made for rejected Stores. Rejected items must be removed by the Bidders within two weeks of the date of rejection at their own cost and replaced immediately. In case these are not removed, these will be auctioned at the risk and responsibility of the suppliers without any further notice.

14. **Documents:**
   a. **All pages of the Tender should be numbered and indexed.**
   b. The bidder shall provide in its tender the required as well as the relevant documents like technical data, literature, drawings etc. to establish that the goods and services offered in the tender fully confirm to the goods and services specified by the purchaser in the tender documents. For this purpose the bidder shall also provide a clause-by-clause commentary on the technical specifications and other technical details incorporated by the purchaser in the tender documents to establish technical responsiveness of the goods and services offered in its tender duly indicating relevant page numbers in the product literature.
   c. The bidder shall provide a list of major Government and Private Institutions where its relevant bid item has been supplied during last one year.

15. **Manufacturer Authorisation:** The bidder (if not original equipment manufacturer) must submit Original Equipment Manufacturer authorization certificate that the tenderer is authorized for selling and maintain the equipment quoted for. Performa attached at Annexure-III.

16. The bidders are required to submit user certificate for the relevant equipment on the letter head of the institution (Government/Private).

17. The successful bidder will be required to submit order copies of the supply of the equipment in Government institutions in last 12 month for rate reasonability purpose.

18. **Insurance:** - The supplier shall make arrangements for insuring the goods against loss or damage incidental to manufacture or acquisition, transportation, storage and delivery. If the equipment’s is not commissioned and handed over to JN Medical College Aligarh, within specified period, the insurance will have to be extended by the supplier at their cost till the successful installation, testing, commissioning and handing over of the goods to the JN Medical College Aligarh.

19. **Tender Currencies:**
   a. The bidder supplying indigenous goods or already imported goods shall quote only in Indian Rupees. Further, imported goods to be imported and supplied by the bidder are also required to be quoted in Indian Rupees.
   b. For imported goods if supplied directly from abroad, prices shall be quoted in any freely convertible currency say US Dollar, Euro, GBP or Yen. As regards price(s) for allied services, if any, required with the goods, the same shall be quoted in Indian Rupees only, if such services are to be performed/undertaken in India.
c. Tenders, where prices are quoted in any other way shall be treated as non-responsive and rejected.

20. Tender Prices: While filling up the columns of the Financial Bid, the following aspects should be noted for compliance:

For domestic goods or goods of foreign origin located within India, the prices in the corresponding Financial Bid shall be entered separately in the following manner:

a. The price of the goods, quoted ex-factory/ ex-showroom/ ex-warehouse/ off-the-shelf, as applicable, including all taxes and duties like sales tax, CST/ VAT, CENVAT, Custom Duty, Excise Duty etc. already paid or payable on the components and raw material used in the manufacture or assembly of the goods quoted ex-factory etc. or on the previously imported goods of foreign origin quoted ex-showroom etc.;

b. Any sales tax or other taxes and any duties including excise duty, which will be payable on the goods in India if the contract is awarded;

c. Charges towards Packing & Forwarding, Inland Transportation, Insurance, Loading/Unloading and other local costs incidental to delivery of the goods to their final destination as specified in the List of Requirements and Financial Bid;

d. The price of Incidental Services, as mentioned in List of Requirements and Financial Bid;

e. The prices of Turnkey (if any), as mentioned in List of Requirements, Technical Specification and Financial Bid; and

f. The price of annual CMC, as mentioned in List of Requirements, Technical Specification and Financial Bid.

For goods offered from abroad, the prices in the corresponding Financial Bid shall be entered separately in the following manner:

a. The price of goods quoted FOB port of shipment, as indicated in the List of Requirements and Financial Bid;

b. The price of goods quoted CIF port of entry in India as indicated in the list of Requirements and Financial Bid;

c. The price of goods quoted for delivery at JN Medical College Aligarh, as indicated in the list of Requirements Financial Bid and Consignee List;

d. Wherever applicable, the amount of custom duty with CDEC applicable on CIF value on the goods to be imported;

e. The charges for Loading/Unloading, Inland transportation, Insurance and other local costs, Incidental cost to delivery of the goods from the port of entry in India to JN Medical College Aligarh, as specified in the List of Requirement and Financial Bid;

f. The charges for Incidental Services, as in the List of Requirement and Financial Bid;

g. The prices of Turkey (if any), as mentioned in List of Requirements, Technical Specification and Financial Bid; and

h. The price of annual CMC, as mentioned in List of Requirements, Technical Specification and Financial Bid.

Additional information and instruction on Duties and Taxes: If the Bidder desires to ask for excise duty, sales tax/CST / VAT/ CENVAT, Custom Duty, Service Tax, Works Contract Tax etc. to be paid extra, the same must be specifically stated. In the absence of any such stipulation the price will be taken inclusive of such duties and taxes and no claim for the same will be entertained later.

Excise Duty:

a. If reimbursement of excise duty is intended as extra over the quoted prices, the supplier must specifically say so also indicating the rate, quantum and nature of the duty applicable. In the absence of any such stipulation it will be presumed that the prices quoted are firm and final and no claim on account of excise duty will be entertained after the opening of tenders.

b. If a Bidder chooses to quote a price inclusive of excise duty and also desires to be reimbursed for variation, if any, in the excise duty during the time of supply, the Bidder must clearly mention the same and also indicate the rate and quantum of excise duty included in its price. Failure to indicate all
such details in clear terms may result in rejection of that tender.

c. Subject to sub clauses (i) & (ii) above, any change in excise duty upward/downward as a result of any statutory variation in excise duty taking place within contract terms shall be allowed to the extent of actual quantum of excise duty paid by the supplier. In case of downward revision in excise duty, the actual quantum of reduction of excise duty shall be reimbursed to the purchaser by the supplier. All such adjustments shall include all reliefs, exemptions, rebates, concession etc. if any obtained by the supplier.

**Sales Tax:** If a bidder asks for sales tax/CST / VAT/CENVAT, Service Tax and Works Contract Tax to be paid extra, the rate and nature of sales tax applicable should be shown separately. The CST / VAT/CENVAT, Service Tax and Works Contract Tax will be paid as per the rate at which it is liable to be assessed or has actually been assessed provided the transaction of sale is legally liable to sales tax/ CST / VAT/CENVAT, Service Tax and Works Contract Tax and is payable as per the terms of the contract.

**Octroi Duty and Local Duties & Taxes:** Normally, goods to be supplied to Government departments against Government contracts are exempted from levy of town duty, Octroi duty, terminal tax and other levies of local bodies. However, on some occasions, the local bodies (like town body, municipal body etc.) as per their regulations allow such exemptions only on production of certificate to this effect from the concerned Government department. Keeping this in view, the supplier shall ensure that the goods to be supplied by the supplier against the contract placed by the JN Medical College Aligarh, are exempted from levy of any such duty or tax and, wherever necessary, obtain the exemption certificate from the JN Medical College Aligarh. However, if a local body still insists upon payment of such local duties and taxes, the same should be paid by the supplier to the local body to avoid delay in supplies and possible demurrage charges and obtain a receipt for the same. The supplier should forward the receipt obtained for such payment to the JN Medical College Aligarh, to enable the JN Medical College Aligarh, reimburse the supplier and take other necessary action in the matter.

**Customs Duty:** In respect of imported goods offered from abroad, the bidder shall specify the rate as well as the total amount of customs duty payable with Custom Duty Exemption Certificate, if applicable, on the quoted goods in the Financial Bid. The bidder shall also indicate the corresponding Indian Customs Tariff Number applicable for the goods.

a. For transportation of imported goods offered from abroad, relevant instructions as incorporated shall be followed.

b. For insurance of goods to be supplied, relevant instructions as provided shall be followed.

c. Unless otherwise specifically indicated in this NIT document, the terms FCA, FOB, FAS, CIF, CIP etc. for imported goods offered from abroad, shall be governed by the rules & regulations prescribed in the current edition of INCOTERMS, published by the International Chamber of Commerce, Paris.

d. The need for indication of all such price components by the bidders, as required in this clause is for the purpose of comparison of the tenders by the purchaser and will no way restrict the JN Medical College Aligarh, right to award the contract on the selected bidder on any of the terms offered.

21. **Indian Agent:** If a foreign bidder has engaged an agent in India in connection with its bid, the foreign bidder, in addition to indicating Indian agent’s commission, if any, shall also furnish the following information:

a. The complete name and address of the Indian Agent and its Permanent Account Number as allotted by the Indian Income Tax authority.

b. The details of the services to be rendered by the agent for the subject requirement.

c. Details of Service outlets in India, nearest to the JN Medical College Aligarh, to render services during Warranty and CMC Period.

22. **Firm Price**

a. Unless otherwise specified in the NIT, prices quoted by the bidder shall remain firm and fixed during the currency of the contract and not subject to variation on any account.

b. However, as regards taxes and duties, if any, chargeable on the goods and payable, the conditions
23. **Conversion of tender currencies to Indian Rupees**: In case the bid document permits the bidders to quote their prices in different currencies, all such quoted prices of the responsive bidders will be converted to a single currency viz., Indian Rupees for the purpose of equitable comparison and evaluation, as per the closing exchange rates established by the Reserve Bank of India for similar transactions, as on the date of “Last Date of Submission of Tender”.

24. **Payment Terms:**
   i) **Payment for goods supplied from India:**
      100% payment of the total order value shall be released after the successful installation/commissioning of the ordered goods against the submission of the inspection report.

   ii) **Payment for Imported goods:**
      For imported goods payment shall be made in the following manner:
      a. **On shipment:** 75% payment of the contract price shall be paid 60 days after presentation of shipping documents {goods shipped shall be paid through irrevocable, non-transferable Letter of Credit (LC) opened in favour of the supplier in a bank in his country} and upon the submission of the following documents:
         i. Four copies of supplier’s invoice showing contract number, goods description, quantity, unit price and total amount;
         ii. Original and four copies of the clean, on-board Bill of Lading/ Airway bill, marked freight prepaid and four copies of non-negotiable Bill of Lading/Airway bill.
         iii. Insurance Certificate;
         iv. Certificate of origin by the chamber of commerce of the concerned country;
         v. Certificate of country of origin;
         vi. Manufacturer’s / Supplier’s warranty certificate;
         vii. Manufacturer’s own factory inspection report.
      b) **On Acceptance:** 25% payment would be made after satisfactory installation & commissioning on issuance of Inspection certificate by the JN Medical College Aligarh.

      *Note:* The supplier shall not claim any interest or any other payment under the contract.

25. **Custom Clearance:** For the Goods to be imported and supplied, the Institute will provide Custom Duty Exemption Certificate (CDEC) to successful bidder for availing concessional rate of duty as per prevailing Custom Tariff. In case, the bidder requires CDEC certificate, then the same should be specifically mentioned in the bid. The supplier is solely responsible for getting the material clearance from customs. Institute will provide all custom documents for custom clearance on the demand of supplier. Transportation of goods up to JN Medical College Aligarh, and its successful installation and commissioning is also the responsibility of the supplier. All charges/ expenses incurred in this process will be borne by the supplier. NO DEMURRAGE / WHARFAGE CHARGES WILL BE PAYABLE BY THE INSTITUTE UNDER ANY CIRCUMSTANCES. NO ADVANCE PAYMENT WILL BE PAYABLE FOR CUSTOM CLEARANCE/ FREIGHT/INSURANCE ETC.

26. **Guarantee / Warrantee Period:** The Tenderers must quote for 05 years comprehensive warranty (Including all Spares, Accessories and Labour) from the date of completion of the satisfactory installation. The warranty charges shall not be quoted separately otherwise the offer shall be summarily rejected. Also the bidders are requested to submit their quote (Rates) for subsequent 05 years Comprehensive Maintenance Contract (CMC) (Including All Spares, Accessories and Labour). Failure to comply this condition will entail the rejection of the bids. The price comparison shall be taking into account on basic price and post warranty CMC.

27. **Uptime guarantee:** The firm should provide uptime guarantee of 95%
28. **Downtime penalty Clause**
   a. During the comprehensive warranty period, the guarantee uptime of 95% of 365 days will be ensured. In case the down time exceeds the 5% limit penalty of extension of guaranty period by two days for each additional day of down time will be enforced. The vendor must undertake to supply all spares for optimal upkeep of the equipment for at least FIVE YEARS after handling over the unit to the Institute. If accessories / other attachment of the system are procured from the third party, then the vendor must produce cost of accessory / other attachment and the CMC from the third party separately along with the main offer and the third party will have to sign the CMC with the Institute if required.
   b. The principals or their authorized service providers are required to submit a certificate that they have satisfactory service arrangements and fully trained staff available to support the uptime guarantee.

29. **Arbitration:** If any difference arises concerning this agreement, its interpretation on payment to the made there-under, the same shall be settled out by mutual consultation and negotiation. If attempts for conciliation do not yield any result within a period of 30 days, either of the parties may make a request to the other party for submission of the dispute for decision to the sole arbitrator i.e. Vice-Chancellor AMU Aligarh, or his nominee. The decision of the sole arbitrator shall be binding on parties. The venue of arbitrator will be at Aligarh.

30. **Subletting of Work:** The firm shall not assign or sublet the work/job or any part of it to any other person or party without having first obtained permission in writing of JN Medical College Aligarh, which will be at liberty to refuse if thinks fit. The tender is not transferable. Only one tender shall be submitted by one tenderer.

31. **Breach of Terms and Conditions:** In case of breach of any terms and conditions as mentioned above, the Competent Authority, will have the right to cancel the work order/job without assigning any reason thereof and nothing will be payable by JN Medical College Aligarh, in that event the security deposit shall also stands forfeited.

32. **Insolvency etc:** In the event of the firm being adjudged insolvent or having a receiver appointed for it by a court or any other order under the Insolvency Act made against them or in the case of a company the passing any resolution or making of any order for winding up, whether voluntary or otherwise, or in the event of the firm failing to comply with any of the conditions herein specified JN Medical College Aligarh, shall have the power to terminate the contract without any prior notice.

33. **Force Majeure:** If, at any time during the subsistence of this contract, the performance in whole or in part by either party of any obligation under this contract is prevented or delayed by reasons of any war or hostility, act of public enemy, civil commotion, sabotage, fire, floods, explosion, epidemics, quarantine restriction, strikers lockout or act of God (hereinafter referred to as events) provided notice of happening of any such eventuality is given by party to other within 21 days from the date of occurrence thereof, neither party shall by reason of such event be entitled to terminate this contract nor shall either party have any claim for damages against other in respect of such non-performance or delay in performance, and deliveries have been so resumed or not shall be final and conclusive.

Further, that if the performance in whole or in part of any obligation under this contract is prevented or delayed by reason of any such event for a period exceeding 60 days, either party may, at least option to terminate the contract.

34. **Bidder shall submit a copy of the tender document and addenda thereto, if any, with each page of this document should be signed and stamped to confirm the acceptance of the entire terms & conditions as mentioned in the tender enquiry document.**
35. The quantity of item given in the tender is tentative, which may be increased or decreased as per the institute’s requirement.

36. Signed & stamped compliance sheet of the technical specification of the goods with technical printed literature must be enclosed with the bid.

37. After due evaluation of the bid(s) Institute will award the contract to the lowest evaluated responsive tenderer

38. Conditional bid will be treated as unresponsive and it may be rejected.

39. **Demonstration:** - JN Medical College Aligarh, reserves the right to ask the tenderers for arranging demonstration of their equipment for which rates have been quoted, to the concerned committee, if required.

40. The Institute reserves the right to accept in part or in full or reject any or more tender(s) without assigning any reasons or cancel the tendering process and reject all tender(s) at any time prior to award of contract, without incurring any liability, whatsoever to the affected bidder or bidder(s).

41. **Applicable Law:**
   - The contract shall be governed by the laws and procedures established by Govt. of India, within the framework of applicable legislation and enactment made from time to time concerning such Commercial dealings / processing.
   - Any disputes are subject to exclusive jurisdiction of Competent Court and Forum in Aligarh Uttar Pradesh, India only.
   - The Arbitration shall be held in accordance with the provisions of the Arbitration and Conciliation Act, 1996 and the venue of arbitration shall be at Aligarh. The decision of the Arbitrator shall be final and binding on both the parties.
   - Force Majeure: Any delay due to Force Majeure will not be attributable to the supplier.

Medical Superintendent  
JN Medical College Hospital  
A.M.U. Aligarh

Medical Superintendent  
J.N. Medical College Hospital  
A.M.U., Aligarh
### Annexure-I

<table>
<thead>
<tr>
<th>S. No</th>
<th>Item</th>
<th>Technical Specification</th>
<th>Qty</th>
</tr>
</thead>
<tbody>
<tr>
<td>01.</td>
<td>Cardio Vascular Angiography System</td>
<td>State of the art US FDA approved, single plane floor/ceiling mounted C-arm/G-arm Cardiovascular Angiography system with flat detector technology digital imaging system for diagnostic procedures and interventional cardiovascular procedures, valvuloplasty and vascular Angiography and online DSA.</td>
<td>01</td>
</tr>
</tbody>
</table>

**Recommendations:**

The company should have the experience of installation of the machine in at least 8-10 Government Hospitals. The response time for the service should be within 24 hrs of the complaint.

1.0 C-Arm /G Arm Multi-directional floor/ceiling mounted
1.1 All movements should be motorized with C-Arm angulations of minimum **RAO/LAO + 105 deg, -105 deg. CRAN/CAUD + 45 deg**
1.2 The system should have facility for at least 30 user defined programmed position of the C-arm and table.
1.3 Motorized parking of C-Arm incase of catastrophe for resuscitating the patient
1.4 Head to toe coverage of patient without repositioning should be possible
1.5 The C arm should have auto collision protection with patient & the table.

2.0 Table
2.1 Floor mounted table with carbon fiber table top with floating table top, motorized up/down movement, with minimum 160 kg patient weight handling capacity with head side tilt facility.
2.2 Table rotation facility for emergency patient handling and easy patient transfer

3.0 X-Ray Generator:
3.1 100 KW or more compatible with high resolution imaging

4.0 X-Ray Tube:
4.1 X-Ray tube should be with fine focal spot (small & large) with high cooling rate to ensure continuous operation, capable of pulsed fluoroscopy on both focal spots. The large focus power output should be 80kW or more.
4.2 The X-Ray tube should have Anode heat storage capacity of at least **2.4 mHUT** or more to run continuously for 6-8 hours without shutting off

5.0 Radiation protection:
5.1 The system should have integrated computer controlled (preferably automatic) X-Ray Beam filtering with copper filters of various size from 0.2 mm to 0.9 mm to reduce soft radiation for fluoroscopy and acquisition mode. Please list the special filters available.
5.2 The system must have all software/hardware packages for radiation safety of operator and patient
5.3 System should meet all National & International safety standards & comply with BARC & AERB guidelines.
5.4 System must have radiation safety package like CARE&
6.0 Digital imaging System:

6.1 A flat detector with a diagonal size of at least 24 cm. Please mention pixel size. The smaller pixel size will be preferred. DQE of detector must be minimum 70% or higher.

6.2 Digital system with acquisition and processing in 1024x1024 matrix up to 25/30 fps with high bit digitization. Price for Acquisition speed with frame rate of 60 fps to be quoted optionally.

6.3 Image storage capacity of at least 50,000 images in 1024 x 1024 matrix.

6.4 System should have capability of ECG display on the live image monitor and archive the ECG display along with angio images on CD, during the acquisition.

6.5 System should have on-line & off-line validated coronary analysis and ventricle analysis program. The software should have Auto calibration facility for stenosis measurement with geometrical and densitometry calculations. The analysis should be possible from touch screen on table side in the examination room and from the control room.

6.6 The system should have full table side control operation with touch screen for complete acquisition and post processing capabilities.

6.7 The system should have on-line DSA capabilities in 1024 x 1024 matrix with acquisition frame rate of 1 frame/sec to 6.0 frames/sec with all latest road mapping features. Min opac for CO2 contrast should be available.

6.8 The system should have facility for storage of fluoro loop scene of at least 10 seconds.

6.9 The system should be quoted with 3D modeling/analysis of coronary arteries.

6.10 The latest complete software and hardware for visualizing stent with extra high-resolution operable from table side control. Stent enhancement with fade in/fade out feature will be preferred. Please specify whether enhanced image of stent can be stored as DICOM image or not.

6.11 It should be possible to overlay live fluoro image on reference image on live monitor with fade in fade out.

6.12 Angle and distance measurement facility should be available.

6.13 It should be possible to take any DSA image for road mapping.

6.14 It should be possible to transfer images automatically in background mode.

6.15 System must be supplied with latest software/algorithm like PURE/X Res4.0 or equivalent to reduce quantum noise in x ray image.
7.0 Monitors / Display:

7.1 The monitor display in examination room should be single screen of at least 56" with minimum 8 megapixel resolution for patient hemodynamic monitoring, live reference; EP, hemodynamic, other external display with layout control from table side touch screen. The monitor display system should be ceiling suspended and it should be possible to position it on the left or right side of patient table. One backup monitor to be provided.

7.2 One/Two high resolution TFT/LCD monitor for post-processing and reporting in the control room.

8.0 Digital Archiving: It should be possible to archive images on CD/DVD in DICOM format with image viewer software in control room.

9.0 DICOM workstations with 500 GB HDD for image viewing and CD/DVD writing in consultation rooms connected to cath lab for online DICOM image transfer. CD/DVD archiving on these computers should be in addition to standard CD/DVD archiving on main system two number.

10. Cath Lab Hemodynamic and EP recording System

10.1 The following features should be available in the recorder:

- 12 Lead ECG Amplifier with floating input
- At least 4 pressures with floating inputs
- Laser Printer with minimum 16 MB memory with minimum 1200 dpi

10.2 SPO2, pressure gradient facility, NIBP should be available

10.3 Stimulator and RF ablator (to be quoted as optional with separate price)

10.4 64 Channel Intra cardiac ECG for electrophysiological studies should be available.

10.5 It should be possible to store waveform on hard disk.

10.6 FFR measurement facility with 2 guidewires

11.0 ACCESSORIES to be supplied:

a. State of the art High Pressure Injector – One with 200 syringes
b. Lead Glass 150 x 100 cm. (as per international radiation protection standard)
c. Lead Apron lead free. 10 No
d. Donald Shield lead free - 06 nos, Head Cap 02 no
e. Thyroid Collars lead free - 10 Nos,
f. Lead goggles 06 No
g. Ceiling suspended radiation protection - 1 no. (as per international radiation protection system)
h. Ceiling suspended light 1 no
i. Table mounted radiation protection - 1 no. (as per international radiation protection system)
j. Integrated two way communication system between control room and examination room.
k. One Laser Network Printer of high resolution (at least 1200 dots per inch) with minimum 128MB memory and 1200 dpi should also be offered for high quality image printing.
l. Full back up UPS with 15 min backup
m. Two wall mounted lead hangers for 5 lead aprons each
n. One mobile lead hanger for 5 lead aprons
o. Temporary pacemaker Two no
p. Biphasic defibrillator one
q. ETO sterilizer of approved make 4.5 Cu ft
r. ACT machine two no
s. Hemoximeter one

Optional Items

1. IABP system with 2 guide wires
2. balloons and wires.
<table>
<thead>
<tr>
<th></th>
<th>Site modification - As per Annexure IV</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Site modification to be done as per requirement</td>
</tr>
<tr>
<td>Warranty</td>
<td>Five year from date of installation and CAMC for next five years i.e. 6th to 10th year including system with all accessories and turnkey part to be offered</td>
</tr>
</tbody>
</table>
## Annexure-II

### TECHNICAL BID

<table>
<thead>
<tr>
<th><strong>Name of Firm/Contractor/Supplier</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Complete Address &amp; Telephone No.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Name of Proprietor/Partner/Managing Director/Director.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Phone No:-</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Mobile No:-</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Email Id:-</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Name and address of service centre nearby JN Medical College Aligarh,</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

| **Whether the firm is a registered firm**  
**Yes/No (attached copy of certificate).** |
<table>
<thead>
<tr>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

| **PAN No.**  
**(enclose the attested copy of PAN Card).** |
<table>
<thead>
<tr>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

| **Service Tax No.**  
**(enclose the attested copy of Service Tax Certificate).** |
<table>
<thead>
<tr>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

| **VAT No.**  
**(enclose the attested copy of VAT Certificate).** |
<table>
<thead>
<tr>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Whether the firm has enclosed the Bank Draft/Pay Order/Banker’s cheque of Earnest Money Deposit.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Whether the Firm/Agency has signed each and every page of Tender/NIT.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Please provide full list of consumables.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th><strong>Any other information, if necessary.</strong></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
</tbody>
</table>

Authorized signatory of the bidder with seal.
Annexure-III

MANUFACTURER's / PRINCIPAL's AUTHORIZATION FORM

To

Medical superintendent
JN Medical College Hospital
A.M.U. Aligarh
Sir,

TENDER: ________________________________ .
we, ________________________________ , who are
established and reputable manufacturers of ________________________________, having
factories at ________________________________ and ________________________________, hereby
authorize Messrs. ________________________________ (name and address of agents)
to bid, negotiate and conclude the contract with you against Tender
No. ________________________________ for the above goods manufactured by
us. No company or firm or individual other than Messrs. ________________________________ are
authorized to bid, negotiate and conclude the contract in regard to this business
against this specific tender.

We hereby extend our full guarantee and warranty as per the conditions of tender for
the goods offered for supply against this tender by the above firm.

The authorization is valid up to ________________________________

Yours faithfully,

(Name)

For and on behalf of Messrs. ________________________________
(Name of manufacturers)/Principal.
Annexure IV

Site modification of the Cath lab area (shaded area) is to be done by the vendor/firm as per the specifications given below. All internal and external walls and slab construction work including cement plaster will be carried out by the hospital.

3.5 x 300 sq mm Al cable to be laid down from Substation to UPS Room (Approx 200 Mtr)

Manifold lines to connected with nearest port i.e. OBG Block (Length Approx 100)

SITE PREPARATION FOR INSTALLATION OF CATHLAB AT J.N. MEDICAL COLLEGE, AMU ALIGARH

Room wise details of scope of work and other specifications are given below

1 MODIFICATIONS

Modifications at 2nd Floor of OBG-Cardio block

Room wise Scope of finishes shall be as follows:

<table>
<thead>
<tr>
<th>AREA</th>
<th>FLOORING</th>
<th>WALLS</th>
<th>CEILING</th>
</tr>
</thead>
<tbody>
<tr>
<td>JNMC Cath lab.(P)/Tender/01/2017-18</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Exam room</td>
<td>PVC Flooring with 2 cm thick sheet</td>
<td>60 x 60 cm tile false ceiling level from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>Gypsum ceiling</td>
</tr>
<tr>
<td>--------------------------------</td>
<td>---------------------------------------------------------------------------------------------------</td>
<td>----------------------------------------------------------------------------------------------------------</td>
<td>----------------</td>
</tr>
<tr>
<td>Cabinet room and UPS Rom</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Dr. Duty Room</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Console/ reporting room</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Catheter wash</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Scrub Area</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Nursing Station</td>
<td>Vitrified tiles (60 x 60 cm), Granite slab and partition to be provided</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Echo room</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Patient Pre/post cath and ward</td>
<td>Vitrified tiles (60 x 60 cm)</td>
<td>60 x 60 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
<tr>
<td>Toilet</td>
<td>Vitrified tiles (30 x 30 cm)</td>
<td>30 x45 cm tile upto 1.5 mtrs from floor level and Plastic emulsion paint above it upto false ceiling</td>
<td>60 x 60 cm metallic grid ceiling</td>
</tr>
</tbody>
</table>
2   DOORS & WINDOWS:-

Doors leading to Cath lab Room will be lead lined door. All other doors in Cath Lab area under scope should be partly glazed aluminum door with adequate thickness of glass with necessary fittings with hydraulic type door closures (DORMA// reputed make) and with locks of reputed make.

3   PLUMBING WORKS

All waste pipes and accessories shall be of cast iron of ISI mark and the connection to existing manholes in the complex in near vicinity shall be done. All water pipes and fittings shall be of galvanized iron.( Maximum distance to be 50 Mtrs) Grating shall be brass chrome plated. Drainage lines should be chemical resistant.

The fittings should be white approved makes (EBONY/Jaguar/ESSCO or equivalent). Fixtures like bib cocks and mixers shall be of brass chromium plated.

Stainless Steel scrub with two stations, automated with sensor with automatic liquid soap dispenser wash facility will be provided.

4   ELECTRICAL WORKS

LT distribution with LT panel provided with balanced distribution through adequate sized cables and copper wires in PVC concealed conduits should be provided by the vendor. Switch gear should be Siemens / L&T / English Electric/ABB.

All general lighting in the Cathlab block should be LED lights (2X 2 Ft size) (make Philips or equivalent). Switches shall be Anchor/ Roma make/Eq.

Four Nos of Copper earthings should be provided by the vendor

5   AIR CONDITIONING

JNMC Cath lab.(P)/Tender/01/2017-18
The whole of the Cathlab Area under scope to be air conditioned by the vendor. Entire area under scope should be air conditioned with 32 TR Ductable units by using micro-processor controlled air ductable split units and the outdoor condenser units to be kept outside or on the roof of the building. A/c units should be of high quality branded like Blue star/Carrier/Voltas or20 equivalent makes. Ducting layouts will be provided to the consignees. 4 X 1.5 TR Split units to be installed for Exam room, Cabinet room and console for adequate backup.

(Equipment zone at 22±2 degrees and general zone at 24±2 degrees).

6 FIRE DETECTION AND FIGHTING

The complete area under this scope should be provided with the fire detection system using smoke and heat detectors below and above the false ceiling connected to main panel of the hospital at nearest port. To combat any accidental fire, 20 nos. portable fire extinguishers of powder type for fire classification ABC of 2.0Kg

- Oxygen lines/compressed air/Suction lines are to be provided in Exam room, ICU and Pre post cath lab rooms from nearest port of hospital

LAN switch and Networking cable with I/O should be provided in console, reporting, consultant and seminar rooms

8 FURNITURE

Following of reputed make should be provided:

<table>
<thead>
<tr>
<th>S.No</th>
<th>Furniture</th>
<th>Qty</th>
<th>Make</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Office Table (1200x600x750) mm</td>
<td>02</td>
<td>Customized</td>
</tr>
<tr>
<td>2</td>
<td>Work station Table</td>
<td>02</td>
<td>Customized</td>
</tr>
<tr>
<td>3</td>
<td>Catheter storage Cupboard (2600x600x2100) mm</td>
<td>03</td>
<td>Customized</td>
</tr>
<tr>
<td>4</td>
<td>Medium Back swinging chairs</td>
<td>12</td>
<td>Godrej/Durian/equivalent</td>
</tr>
<tr>
<td>5</td>
<td>Mirror</td>
<td>01</td>
<td>Customized</td>
</tr>
<tr>
<td>6</td>
<td>CD/DVD Storage unit (4000x600x750) mm</td>
<td>03</td>
<td>Customized</td>
</tr>
<tr>
<td>7</td>
<td>Steel Storage Almirah</td>
<td>02</td>
<td>Godrej/Durian/equivalent</td>
</tr>
<tr>
<td>8</td>
<td>Storage unit (6x2.5x1.5) feet</td>
<td>02</td>
<td>Customized</td>
</tr>
<tr>
<td>9</td>
<td>Medicine Trolley</td>
<td>01</td>
<td></td>
</tr>
<tr>
<td>10</td>
<td>Ultrasonic pest repellent</td>
<td>01</td>
<td></td>
</tr>
</tbody>
</table>

JNMC Cath lab.(P)/Tender/01/2017-18
Approved makes list:

False ceiling: Armstrong/ Sant Gobin/ Eq
Paint: Asian Paint/Nerolac/ Burger
Vetrified Tiles: Kajaria/ Somani/Nitco
Ductable AC: Blue Star/ Carrier/Voltas
Switches: Anchor/ Leguard/ Eq
Cables: Havels/Polycab/Finolux/ Eq
Annexure V

Hardwares

1. Puncture needle set (18G-7cms, 21G-4cms) -20 each
2. IV Cannula (Insyte) (20G, 22G, 24G) -20 each
3. Micropuncture set (4F,5F,6F)- 10 each
4. Short Sheath (Radial) (4F-7cms, 5F-7,11cms, 6F-7,11cms)-10 each
5. Short Sheath (Femoral sheath) (7F,8F,9F,10F,11F,12F-11cms)- 10 each
6. Mullin sheath and shuttle (45 degree) – for ASD (6F,7F,8F,9F,10F,11F,12F 14F,18F)-10 each
7. Balkins sheath and shuttle (180 degree) (4F,5F, 6F,7F,8F,9F) – 5 each
8. Straight sheath (4F,5F, 6F,7F,8F,9F,10F) - 2 each
9. Dilators (For groin) (7F,8F,9F,10F,11F,12F,13F,14F)- 5 each
10. Delivery cables for ASD- 5 each
11. Delivery cables for PDA- 5 each
12. Bioptome (4F,5F)- 5 each
13. Trans septal puncture needle BRK 01- 3
14. Goose neck snare (10mm,15mm, 20mm)- 2 each
15. 3 way Manifold (TOP)- 10
16. Pressure line-50
17. High Pressure line-20
18. Guide wires-
   a. 0.014 PTCA guide wire BMW , intermediate , Whisper (180 cms)- 15
   b. 0.018 wire (Road runner wire) (300cms)- 5
   c. 0.021 wire 150, 260 cms(PTFE ,Hydrophilic – straight & J tip) Terumo-20 (5-straight)
   d. 0.025 wire 150, 260 cms(PTFE ,Hydrophilic – straight & J tip) Terumo- 20( 5-straight)
   e. 0.032 wire 150, 260 cms(PTFE ,Hydrophilic – straight & J tip) Terumo- 20 each and 5 straight
   f. 0.035 wire 150, 260 cms(PTFE ,Hydrophilic – straight & J tip) Terumo-30 each and 5-straight
   g. 0.038 wire 150, 260 cms(PTFE ,Hydrophilic – straight & J tip) -10 each and 5-straight
   h. 0.025 wire (Amplatz extra stiff) 150 cm, 260 cm- 1 each
   i. 0.032 wire (Amplatz extra stiff) 150 cm, 260 cm- 1 each
   j. 0.035 wire (Amplatz extra stiff) (260 cms- 3 cms floppy and 1cm floppy)- 10 each
   k. 0.038 wire (Amplatz extra stiff) (260 cms- 3 cms floppy and 1cm floppy)- 10 each
   l. Terumo wires (150, 260) straight and J tip – all sizes - 10 each
19. 4 Fr MPA 1 &2, 4F JR 3.5,4/JL3,3.5,4,5 4F Pigtail- 10 each
20. 5 Fr ,6Fr MPA 1&2, 5 Fr JR 3.5,4 / JL 3, 3.5 , 4 , 5, 6 Fr JR 3.5,4/ JL 3, 3.5 , 4, 5 - 10 each
21. 5F, 6F Pigtail- 10 each, 5F marker Pigtail-1
22. Slip cath/Glide catheter 4 Fr – 10
23. 4 Fr, 5 Fr RIM, 5 Fr, 6 Fr IMA – 10 each
24. 4 Fr , 5 Fr, 6 Fr, 7Fr Berman- 2 each
25. 4 Fr, 5 Fr, 6 Fr,7Fr Wedge/Swan Ganz catheter - 2 each
26. 4 Fr Cobra catheter- 2
27. 5 Fr , 6 Fr , 7 Fr JR 3.5 , 4 / JL 3, 3.5, 4, 5 Guide catheters – 3 each

JNMC Cath lab.(P)/Tender/01/2017-18
28. 5 Fr, 6 Fr MPA Guide catheters and NIH catheter- 10 each
29. 4 Fr, 5 Fr, 6Fr Amplatz Left 1, 2, 3 / Right 1 & 2- 1 each
30. 4 Fr, 5 Fr, 6 Fr Balloon tip pacing leads (Bards)- 3 each
31. Straight sheath – 4 Fr to 10 Fr 45 cm, 80 cm – 3 each
32. Septostomy balloon (Rashkind) – 4 Fr, 5 Fr, 6 Fr, 7 Fr – 2 each
33. Tyshak mini balloon - Various sizes – 3 each
34. Tyshak II Balloon - Various sizes – 3 each
35. PTMC balloon – various sizes- 1 each
36. BIB balloon – various sizes - 1 each
37. Atlas balloon – various sizes - 1 each
38. Max LD balloon – various sizes – 1 each
39. 150 ml syringe for power injector – 50
40. Tuohy – Borst Adapter – 20
41. Three way stop cocks - 100

MODEL BANK GUARANTEE FORMAT FOR FURNISHING EMD

Whereas .........................................................................................................................

(hereinafter called the “tenderer”)

Has submitted their offer dated ..................................................................................

For the supply for ............................................................................................................

(hereinafter called the “tenderer”)

against the purchaser’s tender enquiry No. ...........................................................

KNOW ALL MEN by these present that WE ..............................................................

.......................................................................................................................... having our registered office at
.......................................................................................................................... are bound unto ......

(hereinafter called the “Purchaser”)

in the sum of ....................................................................................................................

for which payment will and truly to be made to the said Purchaser, the Bank binds itself, its successors and assigns by

these presents. Sealed with the Common Seal of the said Bank this .................................

day of .........................................20..

THE CONDITIONS OF THIS OBLIGATION ARE:

(1) If the tenderer withdraws or amends, impairs or derogates from the tender in any

respect within the period of validity of this tender.

(2) If the tenderer been notified of the acceptance of his tender by the purchaser

during the period of its validity:-

a) If the tenderer fails to furnish the Performance Security for the due performance of the contract.

b) Fails or refuse to accept / execute the contract.

WE undertake to pay the Purchaser up to the above amount upon receipt of its first written demand, without the
purchaser having to substantiate its demand, provide that in its demand the purchaser will note that the amount claimed
by it is due to it owing to the occurrence of one or both the two conditions, specifying the occurred condition or
conditions,

JNMC Cath lab. (P)/Tender/01/2017-18
Tender for Cardiovascular Angiography system

This guarantee will remain in force upto and including 45 days after the period of tender validity and any demand in respect thereof should reach the Bank not later than the above date.

..........................................................
(Signature of the authorized officer of the Bank)

..........................................................
Name and designation of the officer

..........................................................
Seal, name & address of the Bank and address of the Branch

Bank Account Name: AMU Development Grants

IFSC Code: SBIN000555

JNMC Cath lab.(P)/Tender/01/2017-18
# Annexure-VI

## Financial Bid

### A) FINANCIAL BID FOR DOMESTIC GOODS OR GOODS OF FOREIGN ORIGIN LOCATED WITHIN INDIA OR GOODS TO BE IMPORTED AND SUPPLIED AGAINST PAYMENT IN INDIAN RUPEES

<table>
<thead>
<tr>
<th>Schedule</th>
<th>Brief Description of Goods</th>
<th>Country of Origin</th>
<th>Quantity (Nos.)</th>
<th>Ex-factory/Ex-warehouse costs/Ex-showroom/Off-the-shelf costs</th>
<th>Excise Duty (if any) [%age &amp; value]</th>
<th>Sales Tax/VAT (if any) [%age &amp; value]</th>
<th>Packing and Forwarding charges</th>
<th>Inland Transportation, Insurance, loading/unloading and Incidental costs - JN Medical College Aligarh, (e)</th>
<th>Incidental Services (including Installation &amp; Commissioning, Supervision, Demonstration and Training) at JN Medical College Aligarh, (f)</th>
<th>Unit Price (at JN Medical College Aligarh, basis (g) = (a+b+c+d+e+f)</th>
<th>Total Price (at JN Medical College Aligarh) basis (Rs.) = (4 x 5(g))</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>2</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>3</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>4</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>6</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

**Total Tender price in Rupees:**

**In words:**

Note:
1. If there is a discrepancy between the unit price and total price THE UNIT PRICE shall prevail.
2. The charges for Annual CMC after warranty shall be quoted separately.
3. The Bidder must quote price for "GOODS TO BE IMPORTED AND SUPPLIED AGAINST PAYMENT IN INDIAN RUPEES" after having taken in to account, the provision of Custom Duty Exemption Certificate (CDEC) by the Purchaser, as per Customs Tariff Act.

**Place:**

**Date:**

**Name:**

**Business Address:**

**Signature of Bidder:**

**Seal of the Bidder:**
# Financial Bid

## B) FINANCIAL BID FOR GOODS TO BE IMPORTED FROM ABROAD

| Schedule | Brief Description of Goods | Country of Origin | Quantity (Nos.) | FOB price at port/airport of Lading (a) | Carriage & Insurance (port of loading to port of entry) and other Incidental costs** (b) | Incidental Services (including Installation & Commissioning, Supervision, Demonstration and Training) at JN Medical College Aligarh** (c) | Unit Price on DDP JN Medical College Aligarh, + Extended Insurance (local transportation and storage) (d) = a+b+c | Total price on Destination + Insurance (local transportation and storage) = \{4X \text{(d)}\} |
|----------|-----------------------------|-------------------|----------------|----------------------------------------|----------------------------------------------------------------------------------|-------------------------------------------------------------------------------------------------|-----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------|

**To be paid in Indian Currency (Rs.).
Total Tender price in foreign currency: ____________________________
In words: ________________________________________________________________________________________________________

**Note:**
1. If there is a discrepancy between the unit price and total price THE UNIT PRICE shall prevail.
2. The charges for Annual CMC after warranty shall be quoted.
3. The Bidder will be fully responsible for the safe arrival of the goods JN Medical College Aligarh, in good condition as per terms of DDP as per INCOTERMS, if applicable.

---

Indian Agent:
Indian Agency Commission - ___% of FOB

Name:
Business Address:
Signature of Bidder:
Seal of the Bidder:
# Financial Bid

**C) Financial Bid for Annual Comprehensive Maintenance Contract After Warranty Period:**

<table>
<thead>
<tr>
<th>S.No.</th>
<th>Description of Goods</th>
<th>Quantity (Nos.)</th>
<th>Annual Comprehensive Maintenance Contract Cost for Each Unit Year wise*</th>
<th>Total Annual Comprehensive Maintenance Contract Cost for 5 Years [3 x (4a+4b+4c+4d+4e)]</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td></td>
<td></td>
<td>1st</td>
<td>2nd</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

* After completion of Warranty period.

Service Tax: Whether extra or inclusive, if extra, indicates the rate ______.

NOTE:
1. In case of discrepancy between unit price and total prices, THE UNIT PRICE shall prevail.
2. The cost of Comprehensive Maintenance Contract (CMC) which includes preventive maintenance including testing & calibration as per technical/service/operational manual, labour and spares, after satisfactory completion of Warranty period may be quoted as per NIT conditions on yearly basis for complete equipment and Turnkey (if any).
3. The cost of CMC may be quoted along with taxes applicable. The taxes to be paid extra, to be specifically stated. In the absence of any such stipulation the price will be taken inclusive of such taxes and no claim for the same will be entertained later.
4. Cost of CMC will be added for Ranking/Evaluation purpose.
5. All software updates should be provided free of cost during CMC period.
7. The supplier shall keep sufficient stock of spares required during Annual Comprehensive Maintenance Contract period. In case the spares are required to be imported, it would be the responsibility of the supplier to import and get them custom cleared and pay all necessary duties.

Date: ____________________________  
Place: ____________________________

Name: ____________________________  
Business Address: ____________________________  
Signature of Bidder: ____________________________  
Seal of the Bidder: ____________________________

Medical Superintendent  
J.N. Medical College Hospital  
A.M.U., Aligarh