Notice Calling for Quotation/Tender

OFFICE OF THE MEDICAL SUPERINTENDENT
J.N. MEDICAL COLLEGE HOSPITAL
ALIGARH MUSLIM UNIVERSITY
ALIGARH.

No. Ext ................../MCH

M/s..................................................
..................................................
..................................................

Sealed Quotations are invited from manufacturers or their authorized dealers for the following item on the terms and conditions mentioned below. Quotations should reach this office on or before 01.04.2017 by 5:00 PM

Routine Flow Fluid Warmer

With the following Specifications:

- Delivers blood and intravenous fluid to the patient at normothermic temperature at wide range of flow rates from gravity flow rates to 50-5,000 ml/hr
- Keeps blood and fluids warm between 37°-42° C
- Dedicated disposable triple lumen tubing that eliminates patient line cool down of infusion
- Should have a single step programming of warmer
- Should have an inbuilt reservoir of recirculating fluid
- Easy to setup and easy to use
- Displays set point of recirculating reservoir
- Audible and visual alarms if reservoir temperature reaches 43.9° C
- Meets all AABB standards for blood warming
- Built in over temperature test button and alarm test button
- The Principal Company should have direct presence in India and its Service Centre in India

Terms and Conditions

1. Rate and Tax detail MUST BE clearly mentioned in the quotations with printed price list of the manufacturing firm.
2. Only typed quotations /tenders bearing Sales Tax & Tin No on original letter will be entertained.
3. Cutting/Over writing on quotations /tenders will not be accepted.
4. The firm must be registered supplier in any Govt/Semi Govt. or in A.M.U. Aligarh.
5. List of users for the quoted item with contact no. should provided, Photocopy of purchase order along with terms and conditions of contract received from any Govt./Public Sector Institution in last 3 years for supply of offered equipment must be enclosed with the price bid.
6. Installation and commissioning will be the responsibility of the supplier.
7. After sale service should be provided.
8. The instruments should be rust proof, made from surgical grade stainless steel and should be FDA or CE, UL OR BIS approved product.
9. The equipment/instruments might be called for demo, and approval. It is sole discretion of the department to approve or disapprove the quality
10. User/Technical/Maintenance manuals to be supplied in English.
12. The job description of the hospital technician and company service engineers should be clearly spelt out.
13. Comprehensive on site warranty 03 years.
14. The authorised dealer Certificate must be attached with quotation.