Notice Calling for Quotation/Tender

OFFICE OF THE SUPERINTENDENT
J.N. MEDICAL COLLEGE HOSPITAL
ALIGARH MUSLIM UNIVERSITY,
ALIGARH

No. Ext 1444/MCH/NAZEER

M/s.....................................................

..................................................

..................................................

Sealed Quotations/Bids (One Technical and One Financial separately) are invited from manufacturers or their authorized dealers for the following equipment which should be sealed by the tenderers in separate covers duly super scribed and both these sealed covers are to be put in a bigger cover, which should also be sealed and duly super scribed on the terms and conditions mentioned below if the outer envelope is not sealed and marked properly as above, the purchase will not assume any responsibility for its misplacement, premature opening, late opening etc.

Quotations should reach this office on or before 18.10.2016 by 03:00 PM.

Fully Automated Coagulometer

- Fully Automated Stand alone Coagulometer
- Should be able to perform Clotting, Chromogenic and Immunological tests.
- High Throughput and rapid processing STAT samples without the need to Interrupt the analyzer.
- Should be a random, continuous analyzer with continuous loading of Consumables.
- The throughput should be Minimum 150 PT tests/HR.
- Storage of Calibration and their curves.
- Facility of Storage of Patient curves.
- Windows Compatible Software.
- Should be a touch screen analyzer.
- More than 30 samples on board.
- More than 10 reagents on board.
- Barcode for Samples and Reagents.
- The Analyzer should have LIS Capacity.
- Should have more than 250 cuvettes onboard capacity.
- In built maintenance program should be present.
- Should have Automatic Rerun and Reflex Programmes.
- Prices to be quoted for following reagents and consumables and these rates will be fixed for 5 Years.

Parameters: PT, APTT, Fibrinogen, Protein C & S Activity, Free Protein S, Protein C, Chromagenic Heparin LMWH and UFH, AT III, Plasminogen, Anti Plasmin, VWF Antigen, VWF Activity, DvR Screen & Confirm, Silica Based LA, D Dimer (FDA for VTE Exclusion), APCR-V, Homocysteine.

- Should provide calibration Certificate for the Hardware Traceable to National or International Calibration Agency.
- Should have installations at Govt. Institutions.
- Consumables for running of 2000 tests of PT, APTT to be provided along with the analyzer.
- Compatible UPS with a 30 min supply backup to be supplied along with the Analyzer.
- 5 year warranty and after warranty 5 Year CMC which will be included in the price comparison.
- Should be a Brand New Analyzer and should have a facility for future upgradation.

P.T.O
Terms & Conditions:

1. Only typed quotations/tenders bearing Sales Tax & TIN Nos. on original letter head will be entertained.
2. Cutting/over writing on quotations/tenders will not be accepted.
3. The firm must be registered supplier in any Govt./Semi Govt. or in A.M.U. Aligarh.
4. List of users for the quoted item with contact no. should be provided
   Photocopy of purchase order along with terms and conditions of contract received from any Govt/Public sector
   institution in last 2 years for supply of offered equipment must be enclosed with the price bid.
5. Installation and commissioning will be the responsibility of the supplier.
6. After sale service should be provided.
7. The Equipment/Instruments should be rust proof, made from surgical grade stainless steel and should be FDA or CE,
   UL or BIS approved product.
8. The Equipment/Instruments might be called for demo, and approval. It is sole discretion of the department to approve
   or disapprove the quality.
9. User/Technical/Maintenance manuals to be supplied in English.
11. The job description of the hospital technician and company service engineers should be clearly spelt out.
12. Comprehensive on site warranty 03 years.

Medical Superintendent
J.N. Medical College Hospital
A.M.U., Aligarh

[Signature]