Notice Calling for Quotation/Tender

OFFICE OF THE SUPERINTENDENT
J.N. MEDICAL COLLEGE HOSPITAL
ALIGARH MUSLIM UNIVERSITY,
ALIGARH

No. Ext 4653/MCH

M/s..............................................

............................................... Dated 10-11-15

Sealed Quotations/Bids (One Technical and One Financial separately) are invited from manufacturers or their authorized dealers for the following equipments which should be sealed by the tenderers in separate covers duly super scribed and both these sealed covers are to be put in a bigger cover, which should also be sealed and duly super scribed, on the terms and conditions printed on Page No. 03.

Quotations should reach this office on or before 30.11.2015 by 03:00 PM.

SPECIFICATIONS FOR LATEST PREMIUM FULLY DIGITAL COLOR DOPPLER SYSTEM FOR INTRAOPERATIVE USE IN NEUROSURGERY AND GENERAL SURGERY:

- SHOULD BE OF LATEST TECHNOLOGY
- SHOULD HAVE AT LEAST 15” LCD/TFT COLOR DISPLAY
- SHOULD SUPPORT B,M,COLOR,PW,POWER DOPPLER MODES
- DIRECTIONAL POWER DOPPLER AND ADVANCE DYNAMIC FLOW/E FLOW MUST BE PRESENT FOR SMALL FLOW DETECTION
- SHOULD HAVE 3 ACTIVE PORTS
- SHOULD HAVE HIGH FRAME RATES MORE THAN 700 FPS
- SYSTEM DYNAMIC RANGE SHOULD BE MORE THAN 170DB
- SHOULD HAVE TISSUE HARMONIC IMAGING CAPABILITY IN ALL PROBES
- SHOULD HAVE REAL TIME COMPOUND IMAGING TECHNOLOGY
- BOTH REAL TIME AND FROZEN ZOOM UPTO 16 TIMES
- SHOULD HAVE INTEGRATED TOUCH SCREEN/PLASMA TOUCH SCREEN FOR USER FRIENDLINESS
- REAL TIME QUANTIFICATION OF DOPPLER PARAMETERS WITH SMART TRACE
- FACILITY OF PANAROMIC VIEW/EXTENDED FOV MUST BE PRESENT AS OPTION
- SPECIAL SOFTWARE FOR INTIMA MEDIA THICKNESS CALC(IMT PACKAGE)
- ALL PROBES SHOULD BE MULTIFREQUENCY WITH MINIMUM 5 FREQUENCY SELECTIONS
- CINE LOOP MEMORY OF MORE THAN 15000 FRAMES AND 60 SEC M/D SCROLL
- SCANNING DEPTH MINIMUM 30 CMS
- EXHAUSTIVE SOFTWARE FOR WHOLEBODY APPLICATIONS WITH REPORT FORMATS
- 1000 PATIENT DATA MEMORY SHOULD BE AVAILABLE
- SHOULD HAVE INTEGRATED HARD DISK FOR IMAGE STORAGE/RECALL WITH COMPLETE IMAGE MANAGEMENT

Continued on Page No. 02
DIRECT COMPATIBILITY TO ATTACH INKJET/LASERJET PRINTER ALONG WITH A CD-RW MUST BE AVAILABLE

THE SYSTEM MUST HAVE FACILITY FOR UPGRADATION TO REAL TIME 4D IMAGING TRANSVAGINAL VOLUME PROBE (PRICES TO BE OFFERED OPTIONALLY)

TISSUE DOPPLER IMAGING SHOULD BE AVAILABLE

ANGULAR M-MODE/ ANATOMICAL M-MODE FUNCTION IN REAL TIME WITH 3 M-MODE CURSOR BOTH IN REAL TIME AND ON FROZEN IMAGE. M-MODE CURSOR ROTATION OF FREE & ROTATE 360 DEGREE. SHOULD BE IN SYSTEM.

SYSTEM TO BE OFFERED WITH MULTIFREQUENCY CONVEX, LINEAR ENDOCAVITARY PROBES AND 4D ABDOMINAL VOLUME PROBES, STIC AND MULTISLICE IMAGING HOULD BE OFFERED AS OPTION

SUITABLE FOR FOR LAPROSCOPIC SCANNING WITH THE MACHINE TO BE OFFERED

SYSTEM SHOULD BE CONNECT BURR-HOLE PROBE FOR NEURO SURGERY USE..

SYSTEM SHOULD HAVE 180 DEGREE TV/TR PROBE WITH RADIUS OF THE PROBE SHOULD NOT BE MORE THAN 9 MM

ADDITIONAL FEATURES AUTOMATED INTIMA MEDIA THICKNESS (IMT), AUTOMATED NUCHAL TRANSLUCENCY (NT) MEASUREMENT APPLICATIONS SHOULD BE AVAILABLE IN THE SYSTEM.

VAGINAL 4D PROBE TO BE OFFERED AS OPTION

PHASED ARRAY ADULT CARDIAC PROBE WITH CARDIAC APPLICATION SOFTWARE TO BE OFFERED AS OPTION WITH STEERABLE CWD

THE UNIT SHOULD BE DICOM READY FOR CONNECTING TO REMOTE SERVER/LASER CAMERA

PROBES & ACCESSORIES -REQUIRED FOR DEPTT OF NEURO SURGERY-

1. LINEAR PROBE 5 TO 13 MHZ FOR SMALL PARTS AND VASCULAR SCANNING MINIMUM 38 MM
2. NEURO SURGERY BURR HOLE PROBE (INTRA OPERATIVE ) 3TO 8MHZ, 90DEGREE, WITH PUNCTURE ADAPTER AS STANDARD.
3. ONLINE UPS 2KVA (Standard make)

OPTIONAL PROBES (Neuro Surgery) Price offered separately

1. INTRAOPERATIVE PROBE LINEAR (4 TO 13 )Mhz

PROBE & ACCESSORIES Required for dept of SURGERY :

1. CONVEX PROBE FREQUENCY RANGE 2TO 6 Mhz—with Tissue Harmonic Imaging.
2. LINEAR PROBE should be 5Mhz to 13 Mhz with maximum wide of 36 mm
3. ONLINE UPS -2KVA
4. Latest Thermal Printer standard make suitable for Equipment

OPTIONAL PROBE TO BE OFFERED separately:

5. ONE INTRA OPERATIVE PROBE for SURGERY OFFERED SEPARATELY
6. LAPROSCOPIC PROBE —1 (FLEXIBLE TYPE)
7. ALL ITEMS SHOULD BE UNDER 03 YEARS COMPREHENSIVE ON SITE WARRANTY INCLUDING ALL ACCESSORIES.

Medical Superintendent
J.N. Medical College Hospital
A.M.U., Aligarh

Medical Superintendent
J.N. Medical College Hospital
A.M.U., ALIGARH
TERMS AND CONDITIONS

1. Goods are required to be dispatched F.O.R. i.e. J.N.M.C. Hospital, A.M.U., Aligarh.

2. Goods will be supplied in the name of the Medical Superintendent, J.N. Medical College Hospital, Aligarh Muslim University, Aligarh-202 002.

3. The Hospital has the right to accept the rates of some or all the articles required.

4. The Hospital reserves the right to reject any or all the quotations without assigning any reason or to allot full or part of the supply to one or more firms.

5. Payment shall be made against bill.

6. In case goods are not according to specification, the cost of returning them shall be borne by the supplier.

7. The goods have to be supplied within 15 days from receipt of order of supply.

8. The period of validity of the rates offered may be specified.

9. The quotations containing uncalled for remarks are liable for rejection.

10. The firm registered with the Sales-Tax Authority should mention Sales-Tax Registration No. wherever applicable.

11. The discount/rebate admissible if any, may be quoted.

12. The rate of Sales-Tax including Surcharge alongwith concession admissible to educational Institution/Hospital may be specified.

13. Please send the printed Price List of the manufacturer to verify the rates quoted by you/ Authority letter of the manufacturer in case you are the authorised dealer of the manufacturer (authentic proof) alongwith your quotation/tender, otherwise the quotation/tender will not be considered and will be rejected forthwith.

14. Firm/Supplier must itself register in the Central Purchase Office, A.M.U., Aligarh or registered in any Govt. organisation and a certified copy of such Registration be enclosed.

15. All items should be under 03 years comprehensive on site warranty.

16. Please attach/endorse brochure/manufacturing certificate/dealership certificate, full specifications/catalogue/features etc.

17. Separate quotations for each item with standard specification is required.

18. Sample/Demo (if needed) is required.

[Signature]
Medical Superintendent
J.N. Medical College Hospital
A.M.U., Aligarh